Abstract-This work described a system of high-speed data acquisition and real-time signal processing based on Tunable Diode Laser Spectroscopy (TDLS). We used wavelength modulation spectroscopy technique to improve the de-noising performance of the system and reduce the acquisition stress of the system. We specially designed a new structure of multi-channel TDLS, through the peripheral multi-channel Analog to Digital Converter (ADC) of the DSP (Digital Signal Processing) to measure multi-channel spectral information, which gives technical support for multi-component gas detection. We also compared the performance of the fixed point DSP with the float point DSP used in the TDLS system. By studying the aspects mentioned above, technical basis is provided for the implementation of standardized multi-channel TDLS system.
I. INTRODUCTION
Tunable Diode Laser Spectroscopy (TDLS) is one of commonly used spectrum detection methods. Compared to other methods of spectrum measurement, TDLS has its unique advantages including fast response[1~3], high sensitivity [1] , low cost [2, 3] , compact instrument design [3, 4] , far detection distance [5] , and capability of testing on variety of pollutants at the same time [5, 6] . These advantages of TDLS greatly promote its rapid development in a vast domain of applications [7, 8] . In particular, TDLS has been widely applied in the detection of gas concentration [9, 10] and the component of blood sugar as well as other substances.
In the TDLS system, the commonly method of data acquisition and signal processing is depicted as follow: With the data acquired by Analog to Digital Converter (ADC), computer was employed to analyze the result, from which the concentration of the gas was obtained [11] . In this process, the accuracy and the sampling speed of ADC is key point. In order to restore the waveform of the details, the sampling rate has to be much larger than the signal frequency.
In the TDLS system, each laser can only detect one kind of gas, while in complex applications multiple TDLS systems which can simultaneously work for multi-component mixed gas detection are required. To the best of our knowledge, there has not been reported any systematic research on the implement method of the high-speed data acquisition and the real-time signal processing of multi-channel TDLS system. Our paper including the following two parts: First, we discuss the high-speed data acquisition method of the directing absorption spectrum signal and the second harmonic signal in the TDLS system. Second, the signal processing performance of fixed point DSP and float point DSP in multi-channel TDLS system is compared. Such the research and analysis, will provide technical foundation to realize the standardized TDLS method.
II. MATERIALS AND METHODS
Our study has focused on three aspects: The laser signal driver module, detector signal processing module, and real-time signal sampling and processing module.
A. Laser Driver and Photoelectric Detection System Design
According to the law of Lambert-Beer, light intensity after absorption of the gas has a linear relationship with the gas concentration and the optical path [1] . Fig.1 shows the principle diagram of the multi-channel TDLS system. Laser 1 and laser 2 emit two different lasers, which will be detected by probe 1 and probe 2 after passing through the measured gas. M.E. Webber and Lundsberg-Nielsen had widely included the information of ammonia absorption peak position and strength in their paper, in which they proposed 1531 nm as the absorption peak of ammonia concentration detection and pointed out the advantages of this band was used for ammonia concentration detection [12] [13] . Base on Hitran database and relate papers, we choose the 1650nm as the absorption peak of methane. The laser used in our paper is manufactured by Chengdu Hua Yin photoelectric technology company, the ammonia DFB laser of 1531nm and the methane DFB laser of 1650nm. The probe will transmit the signal detected into detector signal processing module for processing. The photo-diode is TO type photo-diode that produced by Hai Te photoelectric Limited-Liability Company (LLC). As shown in FigureⅠ, the laser driven signal is saw-tooth wave that is modulated by sine wave. The frequencies of the saw-tooth wave and sine wave we chose are 10Hz and 5KHz respectively. The sine wave generated chip used is AD9850 and the saw-tooth wave generated chip used is DAC0832 and the main controller of this system is 51 Single Chip Micro-controller (SCM) in our paper.
FIGUREⅠ. LASER DRIVER AND PHOTOELECTRIC DETECTION
SYSTEM SCHEMATIC DIAGRAM.
B. Signal Processing System Design
FigureⅡ shows the principle diagram of the detector signal processing module of the multi-channel TDLS that our paper described. The two kinds of driver signal we used were saw-tooth wave signal and saw-tooth wave signal modulated by sine wave in the experiment. The theoretical basis of using these two kinds of signal is direct absorption spectroscopy technique and wavelength modulation spectroscopy technique. If the laser is driven by wavelength modulation spectroscopy technique, as shown in FigureⅡ, due to the output of the probe is very weak, we must amplify the output of the probe using the pre-amplifier firstly, and then use the low-pass filter to acquire the low frequency signal which carrying concentration information. Meanwhile, the noise generated in the transfer process is filtered. Then we amplify the low frequency signal using the amplifier circuit. After that, the band-pass filter is used to acquire the second harmonic which carries concentration information but with higher amplitude [14] . Then the second harmonic signal is inputted to the phase-locked amplifier circuit, and the amplitude of the second harmonic will be obtained. If the laser is driven by direct absorption spectroscopy technique, we can get the direct absorption spectrum signal after filtering and pre-amplification.
In the part of signal acquisition, we used chip OPA277 as the main chip of the pre-amplifier circuit, chip OPA2277 as the main chip of the low-pass filter and the band-pass filter circuit, chip AD620 as the main chip of the amplifier circuit, and chip MLT04 as the main chip of phase-locked amplifier circuit .
C. Real-Time Signal Acquisition System Design
FIGUREⅢ. REAL-TIME SIGNAL PROCESSING SYSTEM.
FigureⅢ shows the real-time signal acquisition system. The signal in FigureⅢ is the output of the signal processing system. The signal will be sampled by DSP and calculate the concentration of the measured gas. The fixed DSP we used is TMS320F2812 and the float DSP we used is TMS320F28335, which were produced by TI. The information of gas concentration was real-time displayed by the Liquid Crystal Display (LCD), and we used 12864 LCD. During sampling process, we transmitted the data into computer for large data processing and analysis.
D. Experiments
Due to the limitations of the experimental conditions, we chose ammonia to verify the multi-channel TDLS system in the experiment.
We put 50mL ammonia into the beaker the day before experiment, in which the concentration of ammonia was 12mol/L. Then sealed the beaker to ensure a certain concentration of ammonia filled in the beaker. The next day we assembled the the multi-channel detection equipment that we designed, and inputted the saw-tooth wave to the laser driver circuit. Two of the same beaker were settled on the light path to collect a group of data, and another two beakers that filled with ammonia were put on the light path to collect the second group of data. After that, those two groups of data were transmitted into computer for further processing. With the second group of data subtracting the first group of data, it can avoid the breaker and air to impact on the curve of spectrum.
Then we inputted the wavelength modulation spectroscopy signal to the laser and collected data according to above methods. After that, we transmitted the collected data into compute to process and analyze. In our paper, one innovation is that we use two channel TDLS system to implement multi-component gas detection at the same time. FigureⅣ shows the direct absorption curve by using the 1531nm laser to detect ammonia, from which we can see obvious absorption peak. Figure Ⅴ shows the direct absorption curve by using 1650nm laser to detect ammonia, in which the ammonia absorbance is 0 in the 1650nm [14] . Therefore, ammonia has no absorption in the 1650nm and no obvious absorption peak has been observed (FigureⅤ). Such curve can test and verify the reliability of the multi-channel TDLS system.
III. RESULTS AND ANALYSIS

A. Multi-Channel Direct Absorption Spectrum Data Collection and Performance Analysis
Another innovation of our paper is high-speed data acquisition system. As shown in FigureⅣ and FigureⅤ, we choose about 115000 points in each cycle of the experiment and the frequency of the saw-tooth laser driver signal is 10Hz, from which it can be seen that the sampling rate of our system can achieve 1.15MHz. In previous studies, other system rarely showed such a high sampling rate, while our system has demonstrated high-speed data acquisition performance.
B. Multi-Channel Data Analysis of Second Harmonic Signal
From previous study we can know that the first harmonic does not contain the concentration information, while second harmonic contains the concentration information [14] . So the concentration of measured gas can be calculated by the ratio of first harmonic and second harmonic, which can relieve the pressure of the system on sampling. Figure Ⅵ shows the second harmonic absorption curve of ammonia in 1531nm and FigureⅦ shows the second harmonic absorption curve of ammonia in 1650nm. As the absorbance of ammonia is 0 at 1650nm [14] , the curve in FigureⅦ shows a straight line and the amplitude should be 0V. But the amplitude shown in FigureⅦ is 0.1V, which should be attributed to the error of the sampling system. The accuracy of system sampling is determined by the A/D sampling bit, which has nothing to do with the performance of our system, and will be mentioned in the latter part. The direct absorption spectrum is vulnerable interfered by the background noise, so the curve of the spectral line is coarse, as the FigureⅣ and FigureⅤ shown. But the second harmonic overcome the difficulty effectively, which can effectively remove the background noise on the influence of spectral lines. As shown in the FigureⅥ and FigureⅦ, the curve of the second harmonic is smooth. It is known that the wavelength modulation spectroscopy technique is more effective than the direct absorption spectrum technique to reducing the noise, which could increase the signal-to-noise ratio.
C. Performance Analysis of Real-Time Processing System
In order to verify the superiority of the DSP that we choose in our system, we select another fixed point DSP TMS320F2812. In the experiment, we selected 6 groups of different data that have been processed by computer, and did Fast Fourier Transform (FFT) for these data using the two kinds of DSP respectively, and recorded the running time of the system shown in TableⅠ. In terms of the sampling accuracy, the system sampling quantization precision is only related to the precision of A/D chip, which is barely related to the selection of the DSP [15] . In the digital signal processing system, due to data storage, operation, the different data storage format and large data, the fixed point DSP will generate the system sampling accuracy loss and overflow, but the float point DSP does not happen. The methods of double word storage scaling and block floating point are usually used to overcome the data large in fixed-point arithmetic, however, which is at the cost of losing storage, wasting of CPU execution time and increasing the difficulty of software developing. The float point DSP shows its unique advantages, which can guarantee to achieve high precision complex algorithm and real-time signal processing system. From the analysis of the above, we can know that the float point DSP we chose in our system can provide high precision data operation and simple software design patterns without losing time advantage. This will improve the performance of our system.
IV. CONCLUSIONS
In conclusion, through the analysis above several advantages of the system can be observed: high-speed data acquisition system improves the overall performance of the system; the wavelength modulation spectroscopy technique releases the sampling suppress and improves the de-noising performance of the system; and the superiority and the reliability of the multi-channel detection improves the performance of the system. Our work will provide strong technical support for the gas detection equipment research and development.
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